Bibliography

The following articles have been written about the J wire issue since the recall began in November 1994. Articles are listed in chronological order. (*)


• Kawanishi, D., Rozkovec, A., Brinker, J.: Progression to J-Wire Fracture, Protrusion and Embolization In an Active-Fixation Atrial Permanent Pacemaker Lead. Journal American College Cardiology, February 1996, pp. 74A


- Lloyd, M., Espinosa, R., McGoon, M., Osborn, M., Holmes, D., Hyberger, L.,
  Eggenberger, R., Hayes, D.: The Telectronics Accufix 330-801 Atrial “J” Lead: The
  Updated Mayo Clinic Screening and Extraction Experience. PACE, April 1998, vol. 21,
  pt. 2, pp. 841.

  of Transvenous and Thoracotomy Techniques as the Primary Approach to the Removal

- Love, C., Brinker, J., Gross, J., Reeves, R., Kay, N., Kawanishi, D., Riedel, S.:
  Predictors of Life Threatening and Major Intravascular Extraction Complications with an

  of 4076 Extraction Attempts with an Atrial Active Fixation J Retention Wire Lead.

  1, pp. 779-781.

- Varma, N., Sellke, F., Epstein, L.: Chronic Atrial Lead Explantation Using a Staged
  Percutaneous Laser and Open Surgical Approach. PACE, July 1998, vol. 21, pp. 1483-
  1485.

- Gerstenfeld, E., Balarajan, Y., Cooke, R., PAC., Mittleman, R.: Migration and Right
  Atrial Perforation of an Accufix Atrial Lead Retention Wire Following Partial Lead


- Oswal, D., Hayat, J., Kay, P.: Surgical Removal of Telectronics Pacing Wire From the

- Kawanishi, D., Brinker, J., Reeves, R., Kay, N., Gross, J., Pioger, G., Petitot, J.C., Esler,
  A., Grunkemeier, G.: Kaplan-Meier Analysis of Freedom from Extraction or Death in
  Patients with an Accufix J Retention Wire Atrial Permanent Pacemaker Lead: A

- Kawanishi, D., Brinker, J., Reeves, R., Kay, N., Gross, J., Ensign, L., Grunkemeier, G.,
  Fee, J.: Overview of Mortality and Injury Related to the Telectronics Accufix Atrial
  2, pp. 780.

- Lloyd, M., Espinosa, R., McGoon, M., Osborn, M., Holmes, D., Hyberger, L.,
  Eggenberger, R., Hayes, D.: The Telectronics Accufix 330-801 Atrial “J” Lead: The
  Updated Mayo Clinic Screening and Extraction Experience. PACE, April 1999, vol. 22,
  pt. 2, pp. 900.


• Voudourts, AA, Khan, EM, Hoodm RE, Shorofsky, SR. Migration of an Accufix atrial lead retention wire to the anterior mediastinum Heart Rhythm February 2005 Volume 2 Issue 2